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Address: Room 201, Guangsheng Building. No.12.Zhihe Foad, Tanguayong Community, Yanluo Street, Bao'an District, Shenzhen Guangdong. ChinaStreet, Bac'an
District. Shenzhen Guangdong, China

HiE Tel: 0755-8525 9375 i £ Email: hxjljc@yeah.net
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R 443 7 AL A4 PR 3]

ShenZhen Hunxin Metrology and Detection Technology Co.,Lid.

Certificate No. RESULTS OF CALIBRATION

—. AP B TAEEBEREE: (Appearance & Performance check)
1.1.4FW:  (Appearance) FEER (Pass)
1.2. TEERERAT:  (Performance check)  IE% (Pass)

=, R-I#iE,: (Size measurement)

(] Pt 2 R (mm) S (mm) U (nm) zZ£% (P/F)
code Standard requirement measured value k=2 conclusion

+0.3

1 300.00 9 300.083 0.01 P
+0.3

2 180.00 179.747 0.01 P
-0.3
+0.13

3 12.00 12.101 0.01 P
-0.13
+0.3

4 50.00 49 987 0.01 B
-0.3
+0.3

3 30.00 03 30.040 0.01 P
+0.3

6 60.00 i 59.960 0.01 P

_ +0.3

7 100.00 s 100.143 0.01 1
+0.13

8 2.00 2.014 0.01 P
-0.13
+0.13

9 4.00 3.988 0.01 P
-0.13
+0.13

10 24.00 24.020 0.01 P
-0.13
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